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that has been shown to work. Where alkaline
particulate matter and condensed moisture
are present in the gas stream, the filter shall
be heated above the moisture dew point but
below 225 °C (437 °F).

16.3.2 Sample Recovery. Recover the sam-
ple according to Section 8.4 except for dis-
carding the contents of the midget bubbler.
Add the bubbler contents, including the
rinsings of the bubbler with water, to a sepa-
rate polyethylene bottle from the rest of the
sample. Under normal testing conditions
where sulfur trioxide will not be present sig-
nificantly, the tester may opt to delete the
midget bubbler from the sampling train. If
an approximation of the sulfur trioxide con-
centration is desired, transfer the contents
of the midget bubbler to a separate poly-
ethylene bottle.

16.3.3 Sample Analysis. Follow the proce-
dures in Sections 11.1 and 11.2, except add 0.5
ml of 0.1 N HCl to the Erlenmeyer flask and
mix before adding the indicator. The fol-
lowing analysis procedure may be used for an
approximation of the sulfur trioxide con-
centration. The accuracy of the calculated
concentration will depend upon the ammonia
to SO2 ratio and the level of oxygen present
in the gas stream. A fraction of the SO2 will
be counted as sulfur trioxide as the ammonia
to SO2 ratio and the sample oxygen content
increases. Generally, when this ratio is 1 or
less and the oxygen content is in the range
of 5 percent, less than 10 percent of the SO2

will be counted as sulfur trioxide. Analyze
the peroxide and isopropanol sample portions
separately. Analyze the peroxide portion as
described above. Sulfur trioxide is deter-
mined by difference using sequential titra-
tion of the isopropanol portion of the sam-
ple. Transfer the contents of the isopropanol
storage container to a 100-ml volumetric
flask, and dilute to exactly 100 ml with
water. Pipette a 20-ml aliquot of this solu-
tion into a 250-ml Erlenmeyer flask, add 0.5
ml of 0.1 N HCl, 80 ml of 100 percent
isopropanol, and two to four drops of thorin
indicator. Titrate to a pink endpoint using
0.0100 N barium perchlorate. Repeat and av-
erage the titration volumes that agree with-
in 1 percent or 0.2 ml, whichever is larger.
Use this volume in Equation 6–2 to deter-
mine the sulfur trioxide concentration. From
the flask containing the remainder of the
isopropanol sample, determine the fraction
of SO2 collected in the bubbler by pipetting
20-ml aliquots into 250-ml Erlenmeyer flasks.
Add 5 ml of 3 percent H2O2, 100 ml of 100 per-
cent isopropanol, and two to four drips of
thorin indicator, and titrate as before. From
this titration volume, subtract the titrant
volume determined for sulfur trioxide, and
add the titrant volume determined for the
peroxide portion. This final volume con-

stitutes Vt, the volume of barium perchlorate
used for the SO2 sample.
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